POLICE DEPARTMENT

LAKE HAVASU CITY

2360 McCULLOCH BOULEVARD NORTH
LAKE HAYASL CITY, ARIZONA BEAD3-5R4T

To Whom it May Concern;

| hareby attest that Earl Wiison is a Certified Intoxilyzer Quality Assurance
Specialist for the Lake Havasu City Police Department.

| certify that the attached documentation of Standard Quality Assurance
frocedures andfor Standard Calibration Check Procedure are full, true

and correct copy of the original. g‘(/ 4/

Signature

STATE OF ARIZONA )
] ss
COUNTY OF MOHAVE )

Subscribed and sworn to before me this __ 25 day of _OCTOREZ.
2002 b ChHe s DupoyeE

NOTARY PUBLIC

10-232
DATE

Commission expires:

Area Coda B25
Adminisiration .................. 8554884 Fax #'s [0, o3 1o SRR - 1) Y |
Busingss {HHCE ..o e, BES-11TH Adminisirabion ... B86-5430  Non-Emargency Dispatchs . 8554111
crssnsminipapneeeeeneern BEE-BTTS Business Office ..................... BB0-6431 TOD  855-4114
PAlDl oo 8650516 Invastigations/Patrol .............. 580-5432  Havasu Slent Witness ...... B54-TIPS

E-mail: pallee@hoaz. gov




EXHIEIT -2
THIS REFORT PREFARED PURSUANT TO DUTY IMPOSED BY A.A.C. R13-E0-104 {A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STAKDARD QUALITY ASSEFRANCE PROCEDURES
INTOXILYZEE MODEL §000

STANRARD CALIBRATION CHECK FROCEDURE

OA SPECIALIST Eade fviesed are AGENCY [o¥E togaiv citv PO
DATE 0 Fea /et TIME /0 32,83
INTOXILYZER SERIAL # 80 - ODZSSE [ OCATION BtrogEivarmnt civavaer  Stidk 56 8

{"1/1.
(L1

E?iz |

(=7 _&.
(Lr 2

Ensure that gos tank is attached to insrument 2rd contains a standard zlcohol concentration volution £, JoDAC,
CR

Pour a standard elcohol concentration sotution AC, into a clesn dry simulator and aszemble the

sinolator. Ensure that a tight seat has been made. Tum on the simulator and aliow teniperaliee to reach 34°C £

0.2°C .

Intoxilyzer EOOU display reads “PUSH BUTTON TG START™

. Go 1o the “Control Testing Meou™ Scloct *D for dry contral tast o W™ for wet control test. After sofection is

made press ENTER.
Adr blank completsd.
Calibration check completed. Test results 0. X & AC.
Air blank completed.

Remove printed W to the completed chscklist.
SIONATURE f / " 22

DPS Form

Exh (-2 {Rav 05-01)




INTOXILYZER 2040
Locartion: LE THAMNNED IIGH B

Sarzai KFumber: A0-D0335%

Core Verzsion: BIDS 48

10/1G72012 15132:0%
Standard Lobg: 3571510021

Lazt Chasged By: B, WITAON #2246
nAS: E. WILEOH #3170

LAKE HAvazD CITY FD

Operator: F. WILS0ON #4224

LAXE HAVASY CITY PO

Tezt g/ 210L Time

Air Dlank 0.00c 10:35&:34
0.1¢0 €al Cheak 0.09g 10:32:55%
Air Biark G.oon 189:3%: 324

Preventative Maintenance
Performed -- Timer Reset

u}
{’L'o“"




EXHIBIT G4
THLS REPOBRT FREPARED PURSUANT TO PUTY IMPOSED VY A4 A O R13-10-104 (A}

ARIZONA DEFARTMENT OF PUBLIC SAFETY

STANDARD QQUALITY ASSURANCE PROCEPURES
INTOXILYZER MODEL 8100

ETANDAERD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST _Edte twresos 53+ AGENCY _Laie Hawaso ciry PO,
DATE fa/m /f - _ TiMe  fol 3F. 087
INTOXH.vZER SERIAL #_ 8D - DO 2358 LOCATHIN B QoW eATE™  LigacsibE Croad 8

{ r/)'/l Display Reads “PUSH BUTTON TO START”

DWQDSTIC TERTS
i s Clock time check.
{ 2. Date check.

CIF TIOMAL TESTS
Albcohal-free sutjsct kestresuk 0, 000 AL,
(v‘)’l Eror recognition logic systen fnctioning.
Net & Successfinlly Completed Tt Sequence printed

{ Y 3. Propsr satnpls rooognition systcm,
Nat a Succesefully Gum.plclnd Test Sequence prinied

Deficient sample printed.

{ ¢1 4. Standard Calibration Chﬂ-ck standard 0. | OO AC, Remito oF 7 AC.

Instroment is oporating propely aud accurately.  YES L Ho

COMMENTS
onl  DEC/ oy 7 winele FEar PN & i .J'ZE/ s Domires phes o
___retin SsmplE.

Rozrsr @ 10 SLI55  som _spccensiut  SEWeeeT  pow: b _Sridat ool pomren B3
SIGIATURE C(;g C—“ﬂl”

DP5 Form Exh G- (Bev (5-01)




INTOXILYEEE EuGOQ0

Location: LE CEANNEL SIGH &
Serial Bumber: BU0-GU0335%%
Core Versicn: 8105.48

10/1G/2002 T0:3%: 0%
Standard Lotg: 35710710040

Tast Changed Bv: E. WILSOM #2246
QAS: K. WILSOHN #2126

LAKE HAVASU CITY PD

Uperator: B. WILBON #2268
LAXE HAVASU CITY P

Subject: SQAT, TEST
DOB: 10/10/201C
Sex: M Weight: 123

15 Minute Deprivation Period? Yes

Test g/210L T Lane

Rir Blank 6.000 10:40: 326
Diagnostic Test Pass 10:47%:01
Air Blank a_ann 10:47:28
0.100 Cal Check 0.097 10:41:49
Air Blank 0._0G00 T0:42:19
Subject Test 0.000 T0:42:35
Air Blank ABT* 10:42:42
Air EBlank IES** 10:42:57

*Sequence Aborted
#* Ipproper Sample

Not a Successfully Completed Test Saguence



INTOXILY®LE 8400

Lecation: LB CEANNEL SIGN 8

Serial Number: 80-11033%5%

Core Version: 8105.48

TS0 /201 2 10:44:10
Standard Lot#: 3571G100A1

Last Changed By: E. WIL30ON #2226
JAS: E. WILSON #2226
LAKE EBAVASDT 1'%y PD

Cperator: E. WILSCON #l26

LAKE HavALII CITY DL

Subject: SQAP,TEST
DoB: to/10/20170

Sex: M Weight:

15 Minpute Deprivation Perisd? Yes

Test gf210L T irme

Air Blank 0.000 T}:45:16
Diagnostic Test Fass T(H:45:51
Air Blank 0.a0a0 10:4146:15
8.100 Cal Check 0.097 t0:46:40
Air Rlank G000 10:47:09
Subject Test (.288% 10:50:17
Air Blank G.000 10:50:50
Alr Blank 00400 10:51:17
Eubject Test RFI*+* 10:51:35
Air Elank 0.a00 10:52:0%

*Deficient Sanple
**RFI Detect

Not & Successfully Completed Test Sequence

W
s



INTOWXILYZEERE 30G0

Location: LE CHANWEL S3TGH B
Serial Number: S80-0GG3305
fore Version: B105.48

10/10/2012 10:52:55
Standsrd Lot#: ART710100A1

Last Changed By: F. WTLSEON #2268
QAS: E., WILSON #LLE

LAKE HAWVASZD CL'I'Y P12

Operator: E. WILZONW #HI26
LAKE HAVALU CiY P

Subiect: SQAP,TEST
DoB: 10710726140
Sex: M Waight: 123

1% Minute Deprivation Period? Yes

Test g/210L Time

A1r Hiank o.000 10:54:03
Diagpostic Test Pass 1025438
&ir Blank G.000 10:55:06
$.100 Cal Check 0_09%6 1015527
Air Blank 0.000 1G:55:56
Subject Test 0.560* 10:7%:04
Air Blank 0.600 10:59:41
Air Blank 0.060 tt:00:09
Subject Test KA ** 11:00:26
Air Blank REI¥*¥*% 11:00:33

*Deficient Sample
**Tnvalid Sample

Begin new deprivation periecd
**+*R¥I Detect

Not a Successfully Completed Tast Sequence



EXHIEIT ¢-2
THIS REPORT PREFARED PURSUANT TO DUTY IMPOSED BY A AC. RI3-E0-104 {A)

ARIZONA DEPARTMENT (F PUBLEC SAFETY

STANDARD QUALITY ASSURANCE FROCEDURES
NTOXILYZER MINIEL BHIG

STANDBARD CALIBRATIONM CHECK PROCEDURE

QA SPECIALIST ey dyrdsond 2ps AGENCY Zake glavmss  corie 2.

DATE e / fL TiME o8s30

INTOXILYZER SERIAL 4 £ - 00231 LOCATION B 6& LaTert. Clanie st 158§

4 [/]/i. Ensuze that gas tapk is atsched lo instrument end containg & stapdard slechol concentration solution @ }0@  AC.

OR

Pour # standard alcoho! cancentration solulion AC, into a clean dry stmulator and assemble the
simulator. Ensure that a tight s2al has been made. Tum on the simulator snd sliow temperature to ceack 347C £
02 C .

{ 2. [utoxilyzer 8000 display reads *PUSH BUTTON TO START

( 3. Gota the “Control Tegting Meau”. Select “D™ for dry control test ur “W* for wet control test, Adfter sclection is
made press ENTER.

(™3} 4. Air blaok completod

{ Ly’ 5. Calibration check compleind. Test results 8. DFJ AC.

{ ..f"' §. Air blank completad.

{4 7. Remove printed record. At record fo the completed checklist,

SIGNATURE //Lﬂ / ek

13P'S Form Exh G-2 {Rev 05-61)




INTOXILYZER 2040

Lpzmation: LB CHAHNEL SToH 8
Serial Mumber: 80-DO3%0RG
Core Version: 3105.48

/072072 Pl E8
Etandard Lot#: 35710100A9

Last Changed By: P. WILSODH #2¢Y6

Qas: E. WILEOE #2254

LAKE HAVAST CITY PL

Operalar: F. WELSON #2328

LAKE HAVASH CITY PD

Test /2100 Time

Air Blank 0.00o 11:416:89
0,503 Cal Theok 0.0%95 11:06:30
Air Blank ¢.a04a §1:07:0%

preventative Mainl#nance
Performed -- Timer Re=set




